Electrologists are licensed

and requlated in California by
the Board of Barbering and
Cosmetology. The Board works
to ensure that electrologists
follow State law and infection
control standards.
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For questions, comments or complaints,

contact the Board.

BOARD OF BARBERING AND COSMETOLOGY
2420 DEL PASO ROAD, SUITE 100
SACRAMENTO, CA 95834
www.barbercosmo.ca.gov
800-952-5210

===============
DEPARTMENT OF CONSUMER AFFAIRS

12-192

Electrolo oy

Keep it sanitary. Keep it safe.

BarberCosmo

Board of Barbering & Cosmetology




HOW ELECTROLOGY WORKS
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During the electrology procedure, a very thin metal
probe is inserted into a hair follicle. A machine sends a
tiny current to the probe to destroy the hair at the root.

HERE ARE

KEEP EQUIPMENT CLEAN

«  Sterilizers should be loaded, operated,
maintained, and cleaned according to the
manufacturer's instructions.

Chemical indicators should be used on
implement packages and should be visible
on the outside of each sterilized package.

Biological monitors should be used no less
than once a month (per sterilizer) and
according to manufacturer's instructions.

Lab safety reports should be filed in a
permanent Sterility Assurance file.

FOLLOW SAFE PRACTICES

Wear a fresh pair of nonsterile, medical
grade, latex, nitrile, or vinyl disposable
examination gloves during the treatment of
each client.

+ Use only needles that are single-use,
presterilized, and disposable.

Cover headrests with fresh, disposable
paper drapes before each client.

Follow ALL of the U.S. Centers for Disease
Control and Prevention guidelines on

standard precautions for infection control.
Find them at www.cdc.gov.

STERILIZE TOOLS PROPERLY

Electrolysis implements must be sterilized
with a steam (autoclave) or dry heat
sterilizer that is registered and listed with
the Food and Drug Administration (FDA)
and used according to the manufacturer’s
instructions.

Check with the FDA to determine if your
sterilizer is registered and listed. Go online
to www.accessdata.fda.gov/scripts/cdrh/
cfdocs/cfRL/rl.cfm. In the “Product Code”
field, type “FLE" for steam (autoclaves),
“KMH" for dry heat sterilizers. Currently,
there are no ultraviolet sterilizers approved
by the FDA.

J

Mission of the BBC

Ensux'inf’; the health and sa[jc’ty of
California consumers by promoting
ethical standards and l)y enl'()r'ciné

the laws of the I)cauty indus’tr'_v.




